While commissioning Varian's Portal Dose Image Prediction (PDIP) algorithm for portal dosimetry, an asymmetric radial response in the portal imager due to backscatter from the support arm was observed. This asymmetric response led to differences on the order of 2%-3% for simple square fields (< 20 × 20 cm 2 ) when comparing the measured to predicted portal fluences. A separate problem was that discrepancies of up to 10% were seen in measured to predicted portal fluences at increasing off-axis distance (> 10 cm). We have modified suggested methods from the literature to provide a 1D correction for the off-axis response problem which adjusts the diagonal profile used in the portal imager calibration. This inherently cannot fix the 2D problem since the PDIP algorithm assumes a radially symmetric response and will lead to some uncertainty in portal dosimetry results. Varian has recently released generic "2D correction" files with their Portal Dosimetry Preconfiguration (PDPC) package, but no independent testing has been published. We present the comparison between QA results using the Varian correction method to results using our 1D profile correction method using the gamma passing rates with a 3%, 3 mm criterion. The average, minimum, and maximum gamma pass rates for nine fixed-field IMRT fields at gantry 0° using our profile correction method were 98.1%, 93.7%, and 99.8%, respectively, while the results using the PDPC correction method were 98.4%, 93.1%, and 99.8%. For four RapidArc fields, the average, minimum, and maximum gamma pass rates using our correction method were 99.6%, 99.4%, and 99.9%, respectively, while the results using the PDPC correction method were 99.8%, 99.5%, and 99.9%. The average gamma pass rates for both correction methods are quite similar, but both show improvement over the uncorrected results.
I. INTRODUCTION
In the past decade, several radiotherapy centers have started using portal imagers as a radiation dosimeter using different methods. (1) (2) (3) (4) (5) (6) (7) (8) (9) (10) (11) (12) (13) (14) While commissioning the method available in our clinic (Varian's Portal Dose Image Prediction (PDIP) algorithm (Varian Medical Systems, Inc., Palo Alto, CA)), an asymmetric radial response in the portal imager due to backscatter from the imager arm was observed. It led to differences on the order of 2%-3% for simple square fields (< 20 × 20 cm 2 ) when comparing the measured to predicted portal fluences, which has also been noted by other authors. (15) (16) (17) (18) (19) (20) However, the asymmetric response due to the backscatter from the arm is just one problem. The second problem, as discussed by Bailey et al., (21) is correcting for the off axis response of the detector (at distances >10 cm) so that the measured off axis response matches the predicted values provided by the PDIP.
The asymmetric and off axis problems are unacceptable for an accurate QA device, and one that will ultimately be used to collect portal dose images during treatment (transit or exit dosimetry images) and to compare these with predicted transit (exit) dosimetry images. Clinically significant differences between these two images could determine when replanning is necessary (i.e., if misalignments, patient motion, or weight changes make significant changes in the distribution). Having transit dosimetry images acquired during patient treatment would also increase the probability of detecting treatment errors, providing an additional patient safety measure. Mans et al. (22) were able to use portal dosimetry to catch 17 serious treatment errors out of 4337 patients -nine of which would not have been identified using pretreatment testing methods. More recently Fuangrod et al. (23) were able to use EPID imagers to catch real-time errors in MUs, MLC leaf positions, and plan transfer.
Before accurate transit dosimetry images can be collected, both the asymmetric and off-axis problems have to be corrected. Many authors have suggested methods to correct one or both of these problems by either changing the prediction model (16, 19) or by modifying how the images are acquired. (15, 17, 18, 20) Greer et al. (16) provided a 2D image of the backscatter component of the Varian Exact arm that they determined from measurements with the EPID on and off the support arm. The simplest and most practical method within the clinical system to correct for the off-axis response is the method provided by Bailey et al., (21) which is a 1D correction that adjusts the diagonal profile used in the detector calibration. This inherently cannot fix the 2D problem (i.e., the backscatter from the arm) since the PDIP algorithm assumes a radially symmetric response and leads to some uncertainty in portal dosimetry results. In the fall of 2012, Varian released generic "2D correction" files with their Portal Dosimetry Pre-configuration (PDPC) package, which was recently described in detail by Van Esch et al. (24) Unfortunately, the package is not available for all Varian linac models. (25, 26) In this article, we present the results for different field types (simple square or rectangular fields, IMRT fields, and RapidArc fields) using a modified version of the method used in Bailey et al. (21) and compare them to results collected using Varian's PDPC package in order to determine which method to use in our clinic.
II. MATERIALS AND METHODS

A. Equipment
All measurements were performed on the same day on a Varian linear accelerator with Millenium 120 MLCs and an amorphous silicon aS1000 EPID with a sensitive area of 40 × 30 cm 2 mounted on an ExactArm (Varian Medical Systems). All EPID images were acquired at the calibration location (isocenter) [(X,Y,Z) = (0,0,0)] with a matrix size of 512 pixels × 384 pixels, giving a pixel pitch of 0.781 mm.
B. Calibration and correction methods
Three different scenarios were used for calibrating the portal imaging system -one was using the standard method provided by Varian with no additional backscatter correction; the other used our modified 1D method for backscatter correction with two different flood field sizes; the third used the Varian PDPC correction method. All calibrations were performed at isocenter (SID = 100 cm).
Before any corrections for backscatter could be applied in the dose calibration step, dark field and flood field calibrations needed to be performed. The dark field calibration provides a correction for background signal in the EPID by collecting image frames without any beam on, and the flood field calibration uses an open beam to provide a sensitivity correction for the EPID. Greer (27) provide a detailed explanation as to how the Varian software applies these two corrections to a raw image. The standard method provided by Varian used a flood field size of 40 × 30 cm 2 . Our modified 1D correction method also used a flood field size of 40 × 30 cm 2 , while the Varian PDPC correction method used a flood field size of 40 × 32 cm 2 .
Once the flood field and dark field calibrations were complete, the dose calibration could be performed. During the dose calibration, the signal to the EPID for 100 MU from a 10 × 10 cm 2 field at the desired dose rate is collected and the image is renormalized such that one calibrated unit (CU) on a portal dosimetry image corresponds to the pixel value on the central axis after delivering 100 MU from a 10 × 10 cm 2 field. Since the flood field divides out any nonuniformity in the photon field along with the variations in the detector sensitivity, a 1D profile correction is applied to the flood field-corrected and dark field-corrected image to bring back the expected nonuniformity of the treatment beam (i.e., the "horns"). The standard Varian profile correction method uses a diagonal profile measurement in water from a 40 × 40 cm 2 field at d max in a 6 MV photon beam. Since our linac matches the Varian Golden Beam data within the measurement uncertainties, we used the diagonal profile provided with the Golden Beam data.
Bailey et al. (21) modified the Varian standard method by applying a correction to the profile used during the dose calibration. This correction was determined by first performing the dose calibration using the Varian standard method, and then acquiring a portal dosimetry image of a 40 × 30 cm 2 field. Next, a diagonal profile from the center of the detector at a 45° angle was extracted for both the acquired and predicted portal dose images. The ratio of the profile from the measured portal dosimetry image to that of the predicted portal dosimetry image was used to create a correction to the values at the corresponding locations on the 40 × 40 cm 2 diagonal profile that was used in the dose calibration. This correction was determined from a first order (line) polynomial fit of the ratio versus diagonal distance from the origin from 10 to 25 cm. Figure 1 shows the diagonal profiles of the measured and predicted portal dosimetry images for a 38 × 28 cm 2 field that we used to calculate the ratio for our correction. Bailey and colleagues (21) stated that the ratio of the measured to predicted EPID signal below 10 cm was a nonlinear function of radial distance from central axis and needed a polynomial fit to achieve R 2 above 0.99. Our method differs from that used in the Bailey study in that we use a fourth order polynomial and calculating this correction from central axis up to ~ 22.0 cm diagonally off axis, providing a correction factor ranging from -0.4% to 9.9% and an R 2 value of 0.999. Figure 2 shows the ratio of the measured-to-predicted EPID signal and the polynomial fit. We chose to use a 38 × 28 cm 2 field because this is approximately the maximum field size that we are interested in measuring. A second difference in our method from the Bailey method is that we also chose to fit only up to ~ 22 cm because past this is where the ratio of the measured to predicted EPID signal did not fit a fourth order polynomial, as can be observed in Fig. 2 . This polynomial fit was used to correct the whole profile's data so that the whole imager could be used when collecting data. Figure 3 shows the corrected and uncorrected profiles that were used for our dose calibration.
Since a majority of our IMRT fields are smaller than 38 × 28 cm 2 , we also investigated results from applying our profile correction method using a 20 × 20 cm 2 flood field, which is a major difference from the Bailey et al. (21) method, as well as the standard Varian method. The 20 × 20 cm 2 flood field would include less backscatter contribution from the imager arm and, theoretically, should lead to reduced asymmetry in portal images for field sizes less than 20 × 20 cm 2 . For this, we determined the correction for the profile by using the ratio of measured and predicted diagonal profiles from 20 × 20 cm 2 portal dose images. The polynomial fit used to determine the correction was fit up to ~ 11.0 cm. The correction was applied up to ~ 14.0 cm, which is the maximum diagonal for a 20 × 20 cm 2 field and, after this point, the correction was set to zero.
Another original part of this paper was to compare results using our correction method with results produced using the Varian PDPC method. Since this comparison has not been published before, we believe it will be useful to a typical clinical medical physicist when deciding whether or not to implement the Varian PDPC method or a simple 1D correction method. The Varian PDPC method provides one file to perform both its 2D correction for the backscatter from the imager arm and to bring back the beam profile in the portal dosimetry images that was divided out by the flood field. (24) (25) (26) Since our EPIDs are only licensed for half resolution, we had to use the file meant for the aS500 EPIDs (SID100_x06_40x32_aS500_PDPC1002.cdp).
C. Plans tested
Once the imager was calibrated for a particular correction method, three different plan types were tested -square fields (from 5 × 5 cm 2 up to 28 × 28 cm 2 ), fixed-field IMRT plans (23 fields at gantry 0° and at planned treatment angles), and two RapidArc plans. IMRT and RapidArc plans were tested since these are the type of plans that would typically need routine QA testing using the portal dosimetry method, whereas square fields would not. Plans were first calculated using Eclipse version 10.0 (Varian Medical Systems) with AAA version 10.0.28, and then predicted portal dose images were calculated using the Portal Dose Image Prediction (PDIP) version 10.0.28 for a delivery at isocenter (SID of 100 cm). All plans were set up using 6 MV photons. The 40 × 30 cm 2 flood field calibration includes more backscatter than typical small fields used in IMRT, which manifests as an underresponse of the detector on the gantry side for smaller fields, as seen in the uncorrected Y (radial) profile in Fig. 5(b) . None of the three correction methods fully compensates for this asymmetry. For fields comparable to the flood field size, as shown in Fig. 4(b) , the uncorrected profile does not exhibit any asymmetry. What can be observed in Fig. 4(b) is that the uncorrected profile does exhibit an overresponse at large off-axis distances when compared to the PDIP predicted profile. Our in-house 1D method corrects for most of this overresponse without introducing any asymmetry, while the Varian PDPC correction method does not perform well for this field size and introduces an asymmetry into the profile. From Van Esch et al. (24) and the PDPC customer release notes, (25) this asymmetry as seen in Fig. 4(b) with the Varian PDPC method is explained by the fact that a compromise was made to improve the backscatter correction for field sizes up to 15 × 15 cm 2 , but for larger fields, the disagreements between the predicted and measured profiles can be up to 3%. However, when using a smaller field size, such as that used in IMRT or RapidArc, the differences in the Y profile between the three correction methods is minimal, as seen in Fig. 5(b) . Table 1 gives the average, minimum, and maximum gamma pass rates for the different QA plans delivered using the different profile correction methods, which can be used to compare representative portal dosimetry results against typical QA results using other measurement methods. For the square fields, the uncorrected method had low passing rates when compared to the other three correction methods. The 40 × 30 cm 2 flood field correction method had gamma pass rates that were slightly better than the Varian PDPC method for field sizes under 28 × 28 cm 2 .
III. RESULTS & DISCUSSION
With all methods of calibrating the EPID, the maximum difference in the average gamma pass rates for the IMRT fields delivered at gantry 0°, and those delivered at the original planned angles indicates that there is no gravitational problem with using the portal imager for fixedfield IMRT or RapidArc deliveries.
For the RapidArc plans, neither the 40 × 30 cm 2 flood field correction method nor the Varian PDPC correction method produced an average gamma pass rate larger than the uncorrected EPID calibration method. There was not much room for improvement since the average gamma pass rates for the RapidArc plans without any correction were already quite high.
Even though it was theorized that the smaller flood field size (20 × 20 cm 2 ) would present a less asymmetric response, this is not evident in the results of Table 1 . This is because the 20 × 20 cm 2 flood field correction method reduces the usable EPID area smaller than the field size being measured for some of our larger split-field IMRT plans (i.e., the X1, X2, Y1, or Y2 dimensions are greater than 10 cm) resulting in poor gamma pass rates, as seen in Table 1 . However, as seen by the profile comparisons, this method could be considered if one is only using field sizes up to a symmetric 20 × 20 cm 2 . Further analysis, which leaves out 8 of the 23 fields tested which violate this criterion, shows that the average, minimum, and maximum gamma pass rates for fields delivered at gantry 0 were 96.8%, 92.2%, and 99.7%, respectively, and the results for fields delivered at the planned gantry angles were 97.0%, 92.6%, and 99.7%, respectively. One interesting point was that in order to work, our Varian PDPC correction required using the aS500 files available in the package, even though our EPID model is aS1000. It is unclear why this was the case other than the fact that our EPIDs are half sampled, and it is also undetermined at this point as to what uncertainties are associated with this difference.
More recently Bailey et al. (28) presented a 2D correction method that seems similar to the Varian PDPC method. It would be useful to have a comparison between their methods and the Varian PDPC method. However, Bailey and colleagues indicate that their method includes in-house software, which makes it difficult to implement widely.
IV. CONCLUSIONS
We have determined that Varian's PDPC correction method produces similar results to our 1D in-house correction method using the 40 × 30 cm 2 flood field in terms of overall gamma pass rates. We will possibly implement the Varian PDPC correction method for our 21EX portal imagers. However, our analysis demonstrates that, for our other Varian linac models, our 1D correction method should suffice for any necessary QA measurements until a more universal method of applying 2D corrections is available. 
